We report new K-Ar isochron data for two~380 Ma basaltic rocks, using an updated version of the Potassium-Argon Laser Experiment (KArLE), which is being developed for future in situ dating of planetary materials. These basalts have K contents comparable with those of lunar KREEP basalts or igneous lithologies found by Mars rovers, whereas previous proof-of-concept studies focused primarily on more K-rich rocks. We aim to measure these analogous samples to show the advancing capability of in situ K-Ar geochronology.
| INTRODUCTION
Geochronology is a fundamental tool to understanding the history of planetary and asteroidal bodies. Radiogenic ages of rocks provide the absolute timing of geological events as well as the duration of geochemical or climatic conditions prevailing in the planetary/asteroidal body. Dating rocks from multiple horizons by a rover travelling on the planet or multiple landers at different sites further allows the entire history of the planet to be reconstructed. Such measurements will enable us to place the history of individual planetary bodies into the context of the entire solar system evolution. The capability of in situ geochronology on board planetary landers or rovers is highly desirable given the challenges and highly limited opportunities for sample return missions. 1 Three geochronology experiments have been conducted on Mars using the Curiosity rover. [2] [3] [4] These experiments demonstrated the feasibility of in situ K-Ar dating on Mars and underlined the utility of acquiring absolute ages along with other geochemical data, such as elemental and mineralogic composition of rocks. However, the results also revealed challenges involved with this technique, such as the difficulty in extracting 40 Ar from highly retentive minerals using the onboard furnace, 4 the incapability of directly measuring the mass of the sample, 2 and the possibility of mineral sorting/separation during the sample delivery. 4 1 Several proof-of-concept studies have shown that the LIBS-MS analysis of heterogeneous rocks allows isochrons to be constructed and radiogenic 40 Ar to be discriminated from trapped 40 Ar.
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The applicability of the performance analysis conducted by these studies, however, could be limited because of the insufficient fidelity of the measured samples and their experimental setups.
First, the terrestrial rocks measured in previous studies were very K-rich, coarse-grained, and/or heterogeneous, such as a granite, a K-rich tuff, 1 or gneiss. 10 As a result, the K-Ar isochrons largely relied on data points measured in biotites or K-feldspars, which contain very high (>5 wt%) K. Although such rocks are favorable for K-Ar isochron dating, the majority of planetary surfaces are covered with basaltic rocks, 13,14 which are typically much K-poorer and much more homogeneous. Thus, the capability of isochron measurements could be limited when more homogeneous, K-poor rocks are measured in actual missions. In fact, more than 50% of ChemCam data exhibit K 2 O abundance less than~6500 ppm, while only <25% samples show K 2 O abundances higher than 3 wt%. 15 Thus, the capability of the LIBS-MS approach needs to be assessed for basaltic rocks to further validate its performance as an in situ dating technique.
Second, using components and experimental conditions different from those achievable on landed missions hinders a reliable assessment of actual performance of the geochronology experiments.
For example, Cho et al 10 used a high-energy (100 mJ) laser, a cold trap cooled with liquid nitrogen, and a Ti-Zr getter heated to a high temperature (700-800°C). The same concern holds for an innovative LIBS-MS study using a quadrupled ultraviolet (UV) Nd:YAG laser; 11 although a 170-Ma basaltic rock was measured, the laser-ablation process depends on the wavelength of laser emission, and only the infrared (IR) laser is flight qualified for LIBS at this time. Solé 12 used the known terrestrial ratios of Ar isotopes to correct for trapped Ar in the samples studied, a technique that will not be applicable to the Moon or Mars.
Thus, in this study, we conducted a series of case-study experiments to measure basaltic rocks using an instrument suite and experimental conditions more comparable with flight instruments to investigate the accuracy and precision that KArLE can achieve in a more realistic situation. , which was used for the age calculation. In actual missions, the density of minerals would be measured by combining elemental analysis and porosity assessment using LIBS and an imager, respectively. 1 The concentration of K 2 O in plagioclase was 4200 ppm for TL-18 and 6400 ppm for TO-35.
18
The LIBS-MS data were acquired following the procedure below.
After placing both of the samples in the KArLE chamber, the entire vacuum system was pumped down and baked at 150°C for 48 h.
The typical background pressure in the vacuum line was of the order of 10 −7 Pa. We analyzed 13 spots for TL-18 and 10 spots for TO-35. Before measuring each spot, 5 precursory laser shots were applied to remove any gases adsorbed at the surface of the sample. After pumping out the surface-related gases, 500 laser pulses were applied on each spot to generate plasma as well as to extract gas from the sample. The LIBS spectra from the plasma were averaged over 50 shots in the optical spectrometer. We thus acquired 10 spectra per laser pit, which were then averaged to obtain one LIBS spectrum representing each laser spot. A dark spectrum was obtained separately and subtracted from the emission spectrum. The optical spectrometer measured the wavelength range of 723-812 nm with a resolution of 0.2 nm FWHM (full width at half maximum). The pulse energy and the pulse repetition rate were set at 30 mJ and 3 Hz, respectively, to simulate the laser used by ChemCam. 16 The spectral response function was not corrected in this study.
The gas liberated from the samples was then purified for 5 min by a GP-50 getter (SAES Getters, Milan, Italy) heated at 430°C.
The purified gas was admitted to a quadrupole mass spectrometer in a static operation (i.e., isolated from the pump). The mass spectrometer recorded the time evolution of the signal intensity at m/z 39 and 40 for~200 s. The integration time was 100 ms for both m/z values. The entire data acquisition, from starting laser shots to pumping out measured gas, took approximately 10 min. 40 Ar and to remove hydrocarbons efficiently.
The concentration of K in each laser spot was determined using two calibration curves covering different concentration ranges The normalization with the total emission intensity is equivalent to that with the continuum intensity, a normalization examined by
Cho et al, 6 because the majority of the emission intensity derives from continuum emission.
A weighted linear regression procedure was used for the data points showing I K /I total < 0.01 (corresponding to <1.1 wt%). The weighting was implemented to improve predictive capabilities for low-K samples. The weighting factor was the standard deviation of the signal intensity from the replicate measurements of the reference samples. The calibration data were also regressed with a quadratic equation. This calibration curve was used for the data points showing 0.01 < I K /I total < 0.02 (i.e., 1.1-3.0 wt%) to address the potential selfabsorption effect. 20 We confirmed that the two calibration curves yielded virtually identical K contents in the transitional K concentration range (1.0-1.2 wt%).
The error of K contents was determined based on the width of the prediction band at the intensity ratio measured in each experiment. 6, 9 In this study, the amount of error (i.e., the width of the prediction band) was constant at 1000 ppm when the K 2 O abundance was below 1.1 wt%, whereas it was larger in the The abundance of 40 Ar was measured with the quadrupole mass spectrometer. The sensitivity for Ar measurements in static mode (α) was calibrated in advance by measuring the known amount of terrestrial air using a pipette and a tank. We multiplied this factor by the ion current acquired by the mass spectrometer to calculate the amount of 40 Ar released from the samples. We fitted the temporal change of the signals with a linear function and regressed the ion current back to t 0 (i.e., the time when the valve leading to the mass spectrometer opened). A procedural blank was measured before each gas analysis and subtracted from the mass spectrum of the gas.
The detection limit of 40 Ar is determined by the amount of background gas. The background level at m/z 40 was 
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The gas released from the sample can contain C 3 H 4 in addition to 40 Ar at m/z 40. Therefore, the isobaric correction was performed following the same procedure employed by the geochronology experiments on Curiosity, using the signal at m/z 39 (C 3 H 3 ) as a tracer. 2 We estimated the abundance ratio of C 3 H 4 /C 3 H 3 using the spots where K was not detected with LIBS, because such data points are expected to contain little to no 40 The K-Ar age of the sample t and its error Δt are written as Equations 1 and 2, respectively, using the observables obtained in this study:
where
Here, C is a unit conversion factor. The unit conversion involves to the total and electron-capture decay constants.
Here, the uncertainty in
The error assigned to the amount of 40 The LIBS-MS data obtained in this study are summarized in Ar degassing spectra. 18 Note that the deviation from an isochron could provide background information regarding the sample, such as the degree of disturbance after the rock formation, non-uniformity of trapped 40 Ar concentrations, and variation of ages within a rock. 23 Such information provides interpretation of the obtained ages and gives confidence in the age measurement. In these experiments, we did not normalize the abundance of 40 K or 40 Ar with those of other Ar isotopes, such as 36 Ar or 38 Ar, because of their low abundances and significant isobaric interferences by hydrocarbons.
| AGE MEASUREMENT RESULTS AND DISCUSSION
The measurements of these minor isotopes, however, are not required in our baseline experiments because we assume that trapped 40 Ar is uniformly distributed throughout the sample (at the current level of analytical uncertainties) and is addressed by the intercept of the isochron (Figure 4 ). The use of this K 2 O- 40 Ar isochron may not be valid if the abundance of trapped component is highly heterogeneous within the target rock. In actual missions, supplemental laser ablation to vaporize much larger volume may be used to determine the abundance of these minor isotopes. with the amount of bulk-rock excess 40 Ar in shergottites (1-2 × 10 −6 cm 3 STP/g). 24 Our results suggest that the isochron approach enables recognition of trapped 40 Ar in situations where it is evenly distributed throughout the mineral phases, such as by incorporation of atmosphere (Mars) or solar wind (moon or asteroids).
The accuracy and precision of an isochron age depend on analytical uncertainties in K-Ar data and the range of K contents. 25 Our experimental results (accuracy <7% and precision <13%) show an improvement in the accuracy and precision of isochron ages compared with previously published results, except for one gneiss sample. 10 In the previous efforts, the relative accuracy for these samples exhibited an overestimation ranging from 0.2 to 33%. The relative precision ranged from 9% for the pyroxene gneiss 10 to 48%
for the tuff. 1 Multiple factors contributed to the improvement. First, in terms of the analytical error of individual K-Ar pairs, the median error in 40 Ar/K 2 O ratio was smaller (15%) than those in previous work: 31% 10 and 18%. 1 Second, the range of measured K is larger than found in some samples in the previous studies, if not all (discussed in the next paragraph). Third, the lack of significant geologic disturbance of the basalt samples could also account for the small scattering of the isochron data, hence the small regression errors. This is in contrast to metamorphic rocks, such as gneiss, which potentially have complicated cooling history and different K-Ar ages within the sample. Fourth, the larger number of data points (N = 13 or 10) also contributes to error reduction compared with most samples measured in the previous studies (N = 6-11). We measured~10 laser spots in this study to compare our results with those numerically investigated by Bogard.
25
Measuring a large number of laser spots is preferable because the random age error generally decreases according to (N -2)
, 1 while the actual degree of error reduction depends on the distribution of the data points along the isochron. The number of laser spots measured in rover/lander missions would be determined based on various factors, such as whether or not a satisfactory isochron is obtained in the run, the time required for individual age analysis (particularly the time for vacuum pumping), the mobility of the rover/lander, the operational time of the rover/lander, the lifetime of key instruments such as a vacuum pump, the number of interesting samples around the landing site, and the scientific objectives of the entire mission.
The capability to measure a wide range of K is a unique advantage of K-Ar isochron dating by the LIBS-MS approach. Our isochrons
show a large spot-to-spot variation of K contents (Figure 4 ), reflecting the samples' heterogeneity on the scale of the laser spot (threedimensional parabolic pit with a~400 μm opening at the sample surface and the depth of~400 μm). For example, the range of K 2 O is larger than ×27 (<1000 ppm-2.7 wt%) for TL-18 and larger than ×7 (<1000-7000 ppm) for TO-35, whereas a fine-grained basalt showed the variation of a factor of 8 (0.29-2.33 wt%) in a previous study. 11 These lines of evidence suggest that a K abundance range larger than a factor of 4, which is used by Bogard 25 as an example of desirable K range, is possible for basaltic samples.
Another advantage of the laser-ablation analysis is its potential to measure small, K-rich phases, which would be diluted by predominantly K-poor phases in a bulk analysis. In fact, the 2.7 wt% K 2 O for TL-18 is more than twice as high as its bulk K 2 O concentration of 1.1 wt% and > 6 times higher than that of plagioclase in this sample (4200 ppm). 18 This is probably because the laser spot sampled a K-rich phase, such as glass in the groundmass. Our data show no evidence of K or Ar loss from this high-K phase. The direct measurement of such a K-rich phase by spot-by-spot analysis would be particularly useful for measuring samples with very low bulk K concentration (K 2 O <1000 ppm) containing small, K-rich phases, such as shergottites. 24 The highest K abundances in the TO-35 isochron was 6000-7000 ppm. This abundance is consistent with the K content of plagioclase in the sample (6400 ppm) 18 and is the lowest K maximum content in the isochrons obtained with the LIBS-MS approach. Our results suggest that the isochron measurement yields accurate and precise ages for a sample where plagioclase is the dominant K-bearing phase, significantly expanding the applicability of this approach to more K-poor rocks. Obtaining an accurate and precise isochron with the maximum K 2 O of 7000 ± 1000 ppm is particularly important because this result suggests that very K-rich phases, such as biotite or K-feldspar in the gneiss samples, are not required for LIBS-MS measurements.
Because only a small amount of sample is vaporized by laser ablation, accurately measuring the amount of 40 Ar has been one of the challenges of the LIBS-MS approach. The 40 Ar concentrations measured in this study were of the order of 10 −6 to 10 −5 cm 3 STP/g depending on the K content of individual spots ( Table 1 ). The highest 40 Ar contents here are 10-30 times lower than those measured by previous studies. 1, 10 This result experimentally shows that the quadrupole mass spectrometer yields 40 Ar amounts accurately at this abundance range, demonstrating that K-Ar ages are measurable from these 40 Ar-poor rocks. Another advantage to this low detection limit of 40 Ar is in reducing the required sample mass to liberate a given amount of 40 Ar, which could enhance the spatial resolution of LIBS-MS analysis, or reduce the number of laser shots required per sample spot. Reducing the number of laser shots would reduce the time required for onboard experiments and the power consumption of the laser.
FIGURE 4 K-Ar isochrons for two basaltic samples. The dashed lines indicate the best-fit isochrons
The volume of the 23 laser pits measured in this study was ( The isochron plots in this study used the K-Ar data pairs of all the spots measured in the experiments. This is in contrast to Cho et al, 10 where a few isochron data were excluded based on the following reasons. The first reason involved variation of the K abundance within a laser spot. Because of the three-dimensional distribution of minerals, the concentration of K could vary in the depth direction as laser ablation proceeds. Our data, however, did not show any significant change in K content as the laser pulses excavated the samples. This is probably because the laser pits in this study were smaller than those of Cho et al, 10 so only a single mineral phase was interrogated each time. Note that heterogeneous K measurements can be accommodated by assigning a bulk K measurement to the pit material based on the LIBS spectra with depth. The second reason for the data selection involved spallation during development of laser pits, which may make the volume measurements unreliable. No laser pit, however, exhibited fragmentation in this study. This may be because the pulse energy used in this study (30 mJ) is much lower than that of Cho et al 10 (100 mJ). Another plausible explanation is that the laser-sample coupling was good for these basaltic rocks. The issue of spallation can be addressed by better understanding laser pit development in multiple geologically relevant samples, including the relationships between laser energy, number of pulses, and pit depth. 26 The overall results show that the LIBS-MS approach works without noticeable issues even with the 30-mJ laser and without a cold trap or a hightemperature getter, strongly suggesting that the LIBS-MS approach can be implemented with flight-proven instruments.
We also found that the isochron approach is robust against the Ar-rich spots) to 1 (for the spots used to quantify C 3 H 4 abundances). The median of this ratio was 0.09 and 0.17 for TL-18 and TO-35, respectively. In fact, the lack of the correction would just increase the intercept of the isochron by a factor of 2, to 2.9 × 10 −6 (TL-18) and 1.6 × 10 −6 (TO-35) cm 3 STP/g, but would not change the isochron slopes significantly. This is a good contrast with the model age approach, in which incomplete isobaric correction directly increases age values. This robustness is advantageous for obtaining accurate age values under the presence of hydrocarbons or chlorinated compounds, which is typical on Mars.
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The laser-ablation approach yields multiple age data from a single sample by measuring multiple spots. In addition to the isochron ages, therefore, we can calculate spot-by-spot apparent ages based on the K-Ar pairs from individual laser spots (Table 1) to investigate the accuracy and precision of the spot-by-spot dating ( Figure 5 ).
Determining spot-by-spot ages is useful for examining the performance of the LIBS-MS approach for various K concentrations without measuring a number of different rocks. The ages of individual spots were determined after the isobaric correction. Because calculating the apparent ages is equivalent to determining the slope of each data point in Figure 4 by assuming that the y-intercept is exactly zero, the Multiple error sources contribute to the final age determination errors (Equation 2). Potassium abundance was the largest error source except for spots #11 and #12 of TL-18. The errors in sample density ρ (7%), laser pit volume V (5-15%; median = 8%), and 40 Ar amount (8-36% excluding the spots used for the C 3 H 4 /C 3 H 3 ratio assessments; median = 9%) were similar.
In our breadboard, the uncertainty in K 2 O abundance above the detection limit ranged from 8% to 99% depending on the K 2 O content, with a median of 17%. Several improvements could be made to improve this uncertainty. A previous LIBS study using a high-sensitivity optical spectrometer, which has a quantum efficiency comparable with that of the ChemCam, showed that the K measurement error is much improved, particularly for low-K samples. The errors were estimated as ±400 ppm at 1000 ppm K 2 O; ±600 ppm at 3000 ppm; and ±900 ppm at 5000 ppm. 6 
FIGURE 6
Relative accuracy and precision of 40 Ar/K 2 O ratios measured at individual laser spots before trapped Ar or isobaric species corrections (A, B) and after trapped Ar and isobaric species correction (C, D). Positive accuracy means an overestimation; zero accuracy means exactly accurate. General improvements in accuracy and precision with an increase in K 2 O are observed as expected. Three data points in (A) fall beyond 150% and they are shown by their numbers (600 ppm, 344%; 600 ppm, 326%, and 1000 ppm, 310%) For the 40 Ar measurements, the largest contributor to the age error in our breadboard configuration is the sensitivity of the mass Another difference between our laboratory setup and a flight instrument is in the volume of the vacuum line. Flight mass spectrometers use much smaller manifolds, resulting in higher partial pressure of gases for a given abundance. Therefore, the uncertainty associated with signal intensities is expected to be much smaller, leading to more accurate and precise measurement of blank mass spectra. This will also reduce the error involved with the blank and isobaric corrections and allow us to determine 40 Ar abundance with smaller uncertainties.
The capability of KArLE can be predicted from our experimental results, potential improvements, and limitations of flight instruments. Table 2 summarizes the parameters determining K-Ar ages, the dominant sources of uncertainties, potential approaches to improving them, and the error budget for each measurement to achieve an uncertainty of ±100 Ma on a 4000 Ma planetary sample. To meet this age uncertainty, the root sum square (RSS) error in each laser spot must be 16% or less and an isochron must be constructed consisting of eight or more spots. The error allocation for 40 Ar is currently achievable with flight instruments: geochronology experiments using SAM achieved 3-5% errors in 40 Ar. 2, 3 These experiments estimated the sample mass using spacecraft parameters, but an alternative approach to mass determination using sample density ρ and laser pit volume V is estimated to be achievable with 5% and 10% uncertainties using flight-like imaging resolution. 1 A precision of ±3200 ppm has been reported for K using ChemCam 31 and a feasibility study for future lunar missions showed that precision of ±1600 ppm is possible. 33 By reducing LIBS errors on K abundance to 10% and measuring eight meaningful laser spots for isochron analysis, we would achieve a ±100 Ma error for 4000 Ma rocks. are achievable with our current breadboard. The intercepts of the isochrons both yielded the amount of trapped 40 Ar as approximately 1 × 10 −6 cm 3 STP/g, which is comparable with the amount of excess 40 Ar found in shergottites. The ranges of K 2 O were < 1000-7000 ppm or < 1000 ppm-2.7 wt%. The maximum K contents of these isochron plots are a factor of two to one order of magnitude lower than those measured with previous studies. This result validates the capability of measuring K-poor rocks, where plagioclase is the main K-bearing phase. The noble gas analysis using the mass spectrometer yielded 40 Ar concentrations of approximately 10 −6 to 10 −5 cm 3 STP/g, one order of magnitude lower than those obtained by previous studies. This result indicates that KArLE can measure Kpoor and/or young rocks, as well as the gas released from much smaller sample volumes. The capability of reducing sample mass leads to fewer laser pulses being necessary and higher spatial resolution of analyses, both of which are advantageous for in situ measurements.
Our experimental results demonstrate that accurate and precise measurements are possible using the KArLE approach on basaltic rocks, which are ubiquitous on planetary surfaces. This capability is useful in addressing a wide range of questions in planetary science. 
